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PREFACE. 

TO  the  end  that  the  needs  of  the  medical  services  of  the  Army 
and  Navy,  Red  Cross  and  Civihan  Hospitals,  in  the  matter 
of  instrimients,  apparatus,  and  all  supphes,  may  be  success- 
fully met  under  the  abnormal  conditions  existing  in  time  of  war, 
the  Secretary  of  War,  as  chairman  of  the  Coujicil  of  National 
Defense,  appointed  a  Committee  on  Standardization  to  select 
a  minimum  number  of  articles  essential  to  the  conduct  of  the 
Nation's  medical  activities. 

The  lists  of  surgical  instruments  and  apparatus  appearing  in 
these  pages  were  selected  by  subcommittees,  appointed  by  the 
Committee  on  Standardization,  composed  of  medical  officers  of 
the  Army,  Navy,  Pubhc  Health  Service,  and  Red  Cross,  and 
civihan  practitioners  of  the  highest  type  representing  all  special- 
ties of  medicine,  working  in  conjunction  with  committees  of 
manufacturers  of  such  instruments  and  apphances. 

In  this  selection  of  a  minimum  number  of  staple  and  essential 
articles  the  committee  is  assured  of  a  maximum  and  economical 
production  of  such  articles  through  the  conservation  of  manu- 
facturing resources  and  the  simphfication  of  manufacturing 
problems.  Illustrations  appearing  herein  have  been  selected  as 
showing  desirable  types,  but  instruments  varying  shghtly  there- 
from in  design  will  be  accepted  in  order  that  dies  now  in  exist- 
ence may  be  utilized  to  secure  maximum  production.  It  has 
been  agreed  by  the  manufacturers  that  the  production  of  such 
articles  as  are  hsted  herein  shaU  be  given  precedence  over  other 
articles  for  similar  purposes. 

Other  hsts  to  be  pubhshed  by  the  Committee  on  Standardiza- 
tion wiU  include  all  classes  of  articles,  apparatus  and  equip- 
ment necessary  to  the  conduct  of  the  medical  activities  of  the 
Nation.  If  there  are  omissions  of  essential  articles  from  this 
list  or  if  errors  have  crept  in  they  wiU  be  corrected  in  a  later 
edition. 
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SURGICAL  IXSTRUMENTS. 


101 


102 


103  104 


h 


101.  Probe-pointed  bistoury,  M.  O.,  straight. 

102.  Operating  knife,  M.  0.,  1^-incli  blade. 

103.  Operating  knife,  M.  O.,  2-inch  blade. 

104.  Tenotome.  M.  O.,  |-inch  blade. 

105.  Amputating  knife,  6-inch  blade. 

106.  Amputating  knife,  6J-inch  blade. 

107.  Plaster  knife,  wooden  handle,  riveted. 

Note  :  Plain  handles  with  flat  or  rounded  shanks 
accepted. 


105 


I 


106 
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STAPLE   MEDICAL  AND   SUSGlCAL   SUPPLIES. 


Dissecting  scissors  (Mayo), 

curved,    o^-inch,    screw 

lock. 
Dissecting  scissors  (Mayo), 

straight,    5j-incli,   screw 

lock. 
Straight     scissors,    double 

blunt,5^-inch,  screwlock. 
Straight    scissors,     double 

blunt,    65-inch,    heavy, 

screw  lock. 
Straight    scissors,     double 

blunt,     8-inch,     heavy, 

screw  lock. 
Straight  scissors,  one  point 

sharp,  S^-inch,  screwlock. 
Straight     scissors,    double 

sharp,  5  J-inch, screwlock. 
Plaster  Paris  shears  (Stille), 

single  handed. 
Uterine  scissors,  curved, 

8-inch,  screw  lock. 
Bandage  scissors,    7^-inch, 

screw  lock. 


SUEGICAL  INSTEUMENTS. 


115.1 


116 


116.1 


117 


117.1 


115.1.  Hair  clipper,  B   &  S.  No.  1. 

116.  Haemostatic  forceps  (Jones),  straight,  5-inch,  screw  lock. 

116.1.  Haemostatic  forceps  (Jones),  straight,  5|-inch,  with  l|-inch  jaw,  screw 
lock. 

117.  Haemostatic  forceps  (Halstead-Army),  straight,  5j|-inch,  screw  lock.    ■ 
117.1.  Haemostatic  forceps  (Halstead  mosquito),  straight,  5-inch,  screw  lock. 


STAPLE   MEDICAL  AND   SUEGICAL   SUPPLIES. 


118 


119 


120 


118.  Haemostatic  forceps  (Kelly -Hopkins),  straight, 

flat  shank,  6-inch,  screw  lock. 

119.  Hsemostatic  forceps  (Kelly-Pean),  curved,  flat 

shank,  6i-inch,  screw  lock. 

120.  Haemostatic  forceps  (Kocher),  straight,  5|-inch, 

screw  lock. 

121.  Haemostatic  forceps  (Ochsner),  heavy,  straight, 

7J-inch,  Bcrew  lock. 
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SURGICAL  INSTRUMENTS. 


122 


124 


122.  Haemostatic  forceps  (Pean),  straight,  S^-inch,  screw  lock. 

123.  Haemostatic  forceps  (Pean),  curved,  8J-inch,  screw  lock. 

124.  Intestinal  forceps  (Doyen),  straight,  9-inch,  screw  lock. 

125.  Intestinal  forceps  (Doyen),  curved,  9-inch,  screw  lock 
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STAPLE   MEDICAL  AND   SURGICAL  SUPPLIES. 


126 


12S 


126.  Sponge  holder,  oval  bladea,  8i-incli,  screw  lock. 

127.  Tissue  forceps  (AUis),  6-incli,  4x5  teeth,  screw  lock. 

128.  Dressing  forceps,  straight,  10-inch,  with  catch,  screw  lock. 

128.1.  Dressing  forceps,  straight,  10-inch,  same  as  No.  128,  without  catch, 

screw  lock. 

128.2.  Dressing  forceps  (Bozeman),  curved,  10-inch,  screw  lock. 

129.  Dressing  forceps,  spring,  12-inch. 

129.1.  Dressing  forceps,  spring,  12-inch,  extra  heavy. 

130.  Dressing  forceps,  spring,  5i-inch. 

131.  Tissue  forceps,  spring,  mouse-toothed,  1x2,  5^-inch 

131.1.  Tissue  forceps,  spring,  mouse-toothed,  1x2,  5^-inch,  extra  heavy. 


StrRGiCAL  INSTEUMENI'S 


132 


133 


132.  Needle  holder  (Richter),  7-inch,  screw  lock. 

133.  Needle  holder  (Hegar),  7^-inch,  screw  lock. 

134.  Towel  forceps  (Backhaus),  5-inch,  screw  lock. 
134.1.  Towel  forceps  (Backhaus),  3-inch,  screw  lock. 

135.  Bullet  forceps  (Senn),  8-inch,  screw  lock. 


135 
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STAPLE   MEDICAL  AND   SURGICAL   SUPPLIES. 


136 


136.1 


136.2 


137 


136.  Amputating  saw  (Satterlee). 

136.1.  Hey's  saw,  8  inches  lonp:,  blade  If  x  2  inches. 

136.2.  Metacarpal  saw,  8^  inches  long. 

137.  Coping  saw  frame,  plain,  without  saws,  for  use  with  Gigli  saws. 


SURGICAL   INSTRUMENTS. 
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138 


138.1 


139 


140.1 


138.  Gigli  saw,  12,  20,  30  inch,  made  from  best  square  steel, 
138.1.  Guide  for  Gigli  saw  (Blair). 

139.  Handles  for  Gigli  saw. 

140.1.  Esmarch's  Tourniquet,  rubber  36  x  %  inches,  chain  9  inches. 
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STAPLE   MEDICAL  AND   SUEGICAL   SUPPLIES 


141.1 


7 
143 


144 


141.1.  Mayo  needles,  round  point,  half  circle,  sizes  1,  2,  3,  4. 

142.  Surgeon's  needles,  regular,  plain  eye,  full  curved,  sizes  2,  4,  6,  8,  10 

12,  14,  16,  18,  20. 

143.  Abdominal  needles,  straight,  sizes  5  and  7. 

144.  Kidney  and  liver  needles,  straight  and  curved. 


SURGICAL  INSTRUMENTS. 


15 


'^B? 


5 
145 


146.2 


146.1 


6 
147 


14S 


145.  Cervix  needles,  trocar  point,  full  curved,  plain  eye,  sizes  1,  2,  3,  4,  5. 

146.1.  Mayo  needle,  round  point,  half  curve,  standard.  No   1. 

146.2.  Cervix  needle,  cutting  point  and  edge,  full  curve,  standai-d.  No.  5. 

147.  Intestinal  needles,  taper  point,  straight,  sizes  2,  3,  4,  5,  6. 

148.  Intestinal  needles,  taper  point,  plain  eye,  half  circle,  sizes  1,  2,  3,  4. 
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STAPLE   MEDICAL  AND   SURGICAL   SUPPLIES. 


150 


150.1 


151 


148.1.  Michel  wound  clip,  small,  medium,  large. 

148.2.  Michel  suture  forceps. 

148.3.  Spreading  forceps  for  removing  Michel  clips. 

149.  Double-ended  retractor,  combination  of  Richardson  and  Eastman; 

two  sizes,  nested;  blades  |  x  2  inches  and  2  x  2^  inches. 

150.  Retractor,  Army  type,  two  sizes,  nested,  9  and  lO-mch. 
150.1.  Flexible  retractor,  copper,  silver  plated. 

151.  Four-prong  sharp  retractor,  steel. 


SURGICAL  INSTRUMENTS. 
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152.1 


151.1 


151.2 


152 


151.1.  Decompression  retractor. 

151.2.  Sharp-prong  retractor,  8-incli,  very  heaAry. 
152.  Mastoid  retractor  (Allport). 

152.1.  Laminectomy  retractor,  Frazier's. 
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STAPLE   MEDICAL  AND  SUEGICAL  SUPPLIES. 


m 


152.2 


153 


154 


155 


156l 


152.2.  Halsted  vein  retractor. 

153.  Self -retaining  abdominal  retractor  (Balfour). 

154.  Aneurism  needle  (Deschamps),  blunt  point,  right. 

155.  Transfixion  pin  (Wyeth),  8  and  12-incli,  of  highest  grade  drill-rod 

steel. 

156.  Probe,  straight,  with  eye,  5-inch,  silver  or  plated. 
156.1.  Probe,  straight,  with  eye,  8-inch,  alver  or  plated. 


SURGICAL  INSTRUMENTS. 
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»6.2      156.3 


157 


157.1 


157.3 


158.1 


158 


156.2.  Probe,  pliable  copper,  unplated,  8  x  -3^  inch  diameter. 

156.3.  Probe,  silver,  salivary  duct,  delicate,  4^-incb. 

157.  Trocar  and  cannula,  small,  medium,  and  large  sizes. 

157.1.  Trocar,  disc  and  plain  cannula,  two  sizes,  J^  and  rg-  incn. 

157.2.  Cannula,  brain  exploring,  trocar  pointed,  blunt. 

157.3.  Cannula,  callosal  puncture,  sterling  silver,  Frazier. 

158.  Director,  grooved,  plated,  5^-inch. 

158.1.  Director,  probe-pointed  (Arnott),  silver,  5-inch. 


20 


STAPLE   MEDICAL  AND   SURGICAL  SUPPLIES. 


169 


172 


169.  Cranial  operating  set;  brace,  with  burr  1  cm.  and  drill  1  cm. 

170.  Trephine  (Gait),  |-inch  crown  of  tool  steel. 

170.1.  Roberts's  set  of  3  trephines  in  oak  case.     Crowns  tool  steel. 

171.  Rongeur  bone  forceps,  cranial  (DeVilbiss). 

172.  Brain  spatula,  7  x  5^  x  ^  inch. 
172.1.  Brain  spatula,  8|  x  J^  x  ^  inch. 


SURGICAT.  INSTRUMENTS. 
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173        173.1 


174  to  174.2 


176.1 


173.  Bone-cutting  forceps   (Liston),   curved,    screw 
lock,  7J-inch. 

173.1.  Bone-cutting  forceps   (Liston),    curved,   screw- 
lock,  8J-incli. 

174.  Bone-cutting  forceps  (Liston),  straight,  screw 
•  lock,  7^-incli. 

174.1.  Bone-cutting  forceps  (Liston),  straight,  screw 
lock,  8^-inck 

1m  174.2,  Bone-cutting    forceps    (Liston),    very    heavy- 
Army  pattern,  straight,  10-inch. 

175.  Rongeur  bone  forceps  (Horsley^   screw  lock. 
8|-inch. 

^      175.1.  Rongeur    bone     forceps,    very    heavy    Army 
"^  pattern,  curved,  9^-inch. 


175 
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STAPLE   MEDICAL  AND   STJEGICAL   SUPPLIES. 


176 


176.1 


177 


179 


176.  Rongeur  bone  forceps  (Banes),  screw  lock. 

176.1.  Rongeur  bone  forceps,  small,  U.  S.  Army  pattern,  5|-incli,  screw  lock. 

177.  Sequestrum  forceps,  screw  lock. 

179.  Mallet,  hardwood,  with,  seamless  metal  rings  ^-incli  wide;  diameter  of 
face  of  head  1^  inches;  handle  7  inches  long. 
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SURGICAL  INSTRUMENTS. 


23 


1S2 


180.  Bone  extension  ipp  uatiis  (Steinininn). 

181.  Bone-liolding   forceps   (Farabceuf),    I'lench 

lock. 
181.1.  Bone-holding  forceps  (Farabreuf-Lambotte), 
French  lock,  ratchet  catch,  10-inch. 

182.  Aseptic  bone  wax. 

182.1.  Aseptic  bone  wax  in  glass  tubes. 
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STAPLE   MEDICAL  AND  SUHGICAL  SUPPLIES. 


> 


183 


184 


185 


186 


186.1 


183.  Bone  cHael,  square  handle,  three  sizes,  6,  12,  and  18  mm. 

184.  Bone  gouge,  square  handle,  three  sizes,  6,  10,  and  14  mm. 

185.  Osteotome,  square  handle,  three  sizes,  6,  12,  and  18  mm. 

186.  Periosteum  elevator  (Sayre),  double-ended. 
186.1.  Periosteotome,  broad. 


SURGICAL  INSTRUMENTS. 
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187.1 


187.2 


187.3 


1S6.2.  Periosteotome,  narrow. 

187.  Periosteotome,  blunt  dissector  (Kocher). 

187.1.  Periosteotome,  plain. 

187.2.  Dura  elevator. 

187.3.  Dura  hook. 

188.  Bone  curette  (Wliiting),  sizes  2,  4,  and  6. 


188 
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STAPLE   MEDICAL  AND   SURGICAL   SUPPLIES. 


191 

189.  Bone  drill  (Stille-Sherman),  with  three  points,  all  No.  32  drill  gauge. 
189.1.  Set  of  three  extra  reinforced  drills,  all  No.  32  drill  gauge;  2  total  length  3-inch 

and  1  total  length  4-inch. 

190.  Bone  drill,  detachable  metal  handle  with  square  socket,  drills  4^  inches  long  of 

best  drill  rod  steel,  i-inch  in  diameter  at  handle,  three  points:  j^,  \,x^  inch. 

191.  Bone  operating  set,  electric  (Albee),  consisting  of  bone  reamer,  twin  saws,  both 

right  angle  and  straight;  single  saws,  crosscut  saw,  bone  drills,  foot  rheostat 
switch,  dowel  shaper,  universal  motor  with  sterilizable  shell  and  cords. 
195.  Clatnp  for  bone  plating  (Lowman). 
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StJBGiCAL  INSTRUMENTS. 
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194.1 


192.  Bone  plates  (Sherman),  vanadium  steel,  sizes  0,  1,  3,  4,  5,  6i,  7,  8,  11,  13. 

193.  Screw  driver  (Sherman). 

193.1.  Screw  driver  (Lane),  best  steel,  solid  handle,  10  inch. 

194.  Bone  screws  (Sherman),  sizes  |,  h,  f  inch,  for  J-inch  drill. 
194.1.  Forceps  (Lane),  screw  holding. 

195.  (See  page  26). 
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STAPLE   MEDICAL  AND   SUEGICAL  SUPPLIES. 


206 


207 


208 


210 


210.1 


211 


213 


206.  Ureteral  catheter,  plain,  whistle  tip,  one  eye,  sizes  5,  6,  7F. 

207.  Ureteral  catheter,  X-ray,  sizes  5,  6,  7F. 

208.  Ureteral  catheter,  conical  end,  one  eye,  size  6F. 

209.  Ureteral  catheter  (Garceau),  whistle  tip,  size  9F. 

210.  Urethral  catheter,  gum  linen,  coude,  boilable,  sizes  14,  16,  18,  20,  26F. 
210.1.  Urethral  catheter,  cylindrical,  12,  14,  16,  18,  20,  and  22F, 

211.  Urethral  catheter,  rubber,  self-retaining  (Pezzer),  size  20F. 

212.  Urethral  catheter  (Nelaton),  rubber,  hollow  tip,  sizes  14, 16,  18,  22,  26F. 

213.  Coupler  or  adapter  for  connecting  ureteral  catheter  with  Luer  syringe. 


SURGICAL   INSTRUMENTS. 
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219 


220 


214. 
215. 
215.1. 
216. 
217. 
218. 
219. 
220. 
221. 


222. 

NOTE.- 


Catheter,  grooved  and  tunneled  (Gouley),  size  14F. 

Catheter,  brass,  nickeled.  Van  Buren  curve,  size  16F. 

Catheter,  male,  double  current,  silver,  size  16F. 

Dilator  with  filiform  guide  (LeFort),  sizes  11,  13,  15,  18,  22,  26F. 

Sound,  tunneled  (Gouley),  sizes  8  and  14F. 

Sound,  steel,  nickeled,  Otis  short  beak,  sizes  18,  20,  22,  24,  26,  28,  30F. 

Bougies  k  boule,  brass,  nickeled,  sizes  8,  10,  12, 14, 16, 18,  20,  22,  24,  26F. 

Mandrin,  metal,  with  retaining  spring  handle,  coude  beak. 

Filiforms,  gum  linen,  with  standard  screw  fittings  (standard  screw  thread  is 

1  X  56)  for  both  Le  Fort  dilators  and  Maisoimeuve  urethrotome  and 

catheter. 
Filiforms,  whalebone,  straight,  thin,  delicate. 

-Sounds  and  dilators  to  have  standard  one-piece  handle. 


STAPLE   MEDICAL  AND   SURGICAL  SUPPLIES 


223 


223.  Cystoscope  (Brown-Buerger  combination),  double  catbeterizing  and  imgating, 
sbeatb  open  on  concave  Bide;  observation  telescope;  ureteral  catbetenzing 
telescope;  witb  pair  of  cords,  extra  lamps,  and  soUd  and  perforated  rubber 
catbeter  tips. 


SURGICAL  INSTRUMENTS. 


31 


226 


224.  Cystoscope  (Braasch),  with  pair  of  cords  and  two  extra  lamps. 

225.  Urethroscope  (Yoiing),  straight  and  curved  beak  tubes,  size  26F,  with  light- 

holder  and  pair  of  cords. 

226.  Rheostat,  E.  S.  I.  or  Wappler  lamp  socket  type. 
1126.1.  Extra  pair  of  cords. 
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STAPLE    MEDICAL   AND    SUEGICAL   SUPPLIES. 


227 


228 


229 


230 


227.  Prostatic  bag  (Hagner),  rubber,  with  curved  metal  staff  for  introducing  ba: 

through  urethra  into  bladder,  three  sizes. 

228.  Urethrotome  (Maisonneuve),  No.  8,  two  blades,  anterior  cutting  edge,  witl 

fittings  for  standard  filiform,  extra  timneled  tip  for  whalebone  filiform. 

229.  Posterior  urethral  catheter,  silver,  to  fit  standard  Luer  syringe. 

230.  Utricle  needle,  silver,  to  fit  standard  Luer  syringe. 


SURGICAL  INSTRUMENTS 


233  234  235 

31.  Lithotrite  (Bigelow). 

32.  Evacuator  (Chismore),  with  two  catheters. 

33.  Prostatic  retractor  (Young),  bifurcated,  large,  hollow  handle,  steel  blade. 
;34:.  Prostatic  retractor  (Young),  bifurcated,  small,  hollow  handle,  steel  blade 
135.  Lithotomy  gorget  (Teale) . 
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STAPLE   MEDICAL  AND   SURGICAL  SUPPLIES. 


235.1 


235.3 


c.  >:x 


235.1.  Masson-Judd  retractor. 

235.2.  Meyerling's  pelvic  support. 

235.3.  Wood  mallet. 


236.2 
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236 


238 


237.1 


236.  Urethral  tractor,  long  (Young). 

237.  Prostatic  lobe  forceps,  small,  screw  lock  (Young). 
237.1.  Urethral  forceps,  straight,  screw  lock. 

238.  Kidney  forceps,  long,  ciirved,  screw  lock. 
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STAPLE    MEDICAL  AND   SURGICAL  SUPPLIES. 


239.  Lithotomy  forceps,  straight,  screw  lock. 

240.  Lithotomy  forceps,  curved,  screw  lock. 

241.  Urethral  tumor  forceps  (Thompson),  long, 

curved,  screw  lock. 

242.  Urethral  rongeur  forceps  (Ferguson),  long, 

screw  lock. 

•42.1.  Hemorrhoidal  clamp. 


SURGICAL  INSTRUMENTS. 
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;43 


244 


245 


246 


247 


248 

243.  Uretliral  applicator,  German  silver,  flexible,  triangular 

end,  8-incli, 

244.  Stone  searcher,  flat  end  (Thompson). 

245.  Gall-bladder  scoop  (Mayo-Robson). 

246.  Perineal  director  (Wheelhouse  staff). 

247.  Perineal  drainage  tube  (Hagner),  metal;  with  sterling  silver  collar, 

248.  Ureteral  probe  (Kelly),  German  silver. 
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249.  Nozzle  for  urethral  irrigator. 

260.  Tubing  clip  for  irrigation  apparatus. 

261.  Urethral  syringe  (Chetwood),  glass,  i-ounce. 

262.  Vesical  syringe  (Janet-Frank),  metal,  with  rubber  piston,  two  tips,  150  cc. 

253.  Irrigation  apparatus  (Valentine),  glass  jar  with  rubber  tubing,  needles. 

and  tips. 
264.  Uterine  douche  (Bozeman),  small,  medium,  and  lai^e  sizes. 
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265 


267 


26S   269 


270 


271 


266.  Uterine  curette  (Martin),  steel  shank  and  loop,  dull,  size  4. 

266.  Uterine  curette  (Martin),  steel,  double-ended,  blunt  blades, 

267.  Uterine  curette  (Sims),  steel  loops,  sharp,  sizes  1,  2,  and  5. 

268.  Uterine  tenaculum,  steel,  curved  and  right  angle. 

269.  Uterine  probe,  silver,  blunt,  with  handle. 

270.  Double  current  female  catheter,  partition  in  center,  sterling  silver, 

271.  Uterine  sound  (Simpson). 
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272.  Placenta  forceps  (Kelly),  screw  lock. 

273.  Tenaculum  forceps,  screw  lock. 

274.  Vulsellum  forceps  (Jacobs),  straiglit,  lO-inch,  screw 

lock. 

276.  Traction  forceps  (Segond),  3  prongs,  curved  sideways, 
screw  lock. 


272 
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276 


278 


276.  Cranioclaat  (Simpson-Braun). 

277.  Uterine  dilator  (Goodell),  large. 

278.  Uterine  dilator  (Wylie),  with  gauge,  smooth  blades. 
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279 


282 


283 


279.  Perforator  (Smellie),  with  screw  lock. 

280.  Obstetrical  forceps  (Tamier),  axis  traction,  hand-forged  blados. 

281.  Obstetrical  forceps  (Simpson),  long,  hand-forged  blades. 

282.  Pelvimeter  (Martin),  with  centimeter  scale. 

283.  Obstetrical  hook  (Braun),  blimt. 
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286 


287 


288 


289 


284.  Vaginal  speculum,  bivalve  (Brewer  or  Graves). 

285.  Vaginal  retractor  (Eastman),  small,  medium  and  large  sizes. 

286.  Vaginal  speculum,  weighted  (Auvard). 

287.  Vaginal  speculum  (Sims),  double  end,  medium  size. 

288.  Rectal  speculum  (Sims),  bivalve,  wrought  metal. 

289.  Proctoscope  (Kelly),  diameter  22  mm.,  length  20  cm. 
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300 


302 


303 


304 


305 


300.  Syringe,  Luer  standard,  all  glass,  with  chain  attachment,  four  sizes,  2  cc, 

5  cc,  10  cc,  20  cc. 

301.  Needles,  hypodennic,  variotis  sizes,  to  fit  standard  Luer  syringe. 

302.  Lumbar  puncture  needles,  steel,  to  fit  standard  Luer  syringe. 

303.  Murphy  intestinal  anastomosis  buttons,  sizes  1,  2,  3. 

304.  Finger  cots,  thin  rubber. 

305.  Applicators,  wooden,  in  boxes. 
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306 


307 


308 


309 


306.  Pacquelin  cautery  with  two  platinum  points. 

307.  Cautery  iron,  copper  point. 

308.  Electric  cautery  handle,  and  various  platinum  points. 

309.  Razor,  brass  or  German  silver  handle,  medium  size. 
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810 


311 


311.1 


310.  Intubation  set  (O'Dwyer). 

311.  Mouth  gag  (Denhart). 
311.1.  Mouth  gag  (Mur(iock)o 
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312.1 


311.2.  Dilator,  jaw  (Blair). 

312.  Electric  head  light,  metal  band,  with  dry-cell  battery. 

312.1.  Murphy  electric  head  light  and  adjustable  head  band,  for  110  v., 
with  socket  attachment  and  conducting  cords.  Disconnecting  fitting 
in  cords. 

313.  Tongue  depressor  (Farlow). 

314.  Oral  screw,  hard  rubber. 
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i;;|  GRADUATED 
RESERVOIR 


RUBBER 


320 


320.  Infusion  apparatus  (Carrel  standard),  for  ad 

ministering  Dakin's  solution:  Graduated 
amber  glass  reservoir  with  rubber  stopper  j 
glass  air  filter,  and  suspension  clamp;  in 
stillation  tubes,  one  with  four  outlets 
closed  end,  one  single  and  one  double;  pun 
gum  tubing  to  connect  reservoir  with  in 
stillation  tubes  and  for  attachment  ti 
instillation  tubes;  punch  forceps  for  per 
forating  tubing;  glass  sight  feed  and  cut 
off. 

321.  Apparatus  for    the    administration    of    sal 

varsan,  including  2  graduated  reservoirf 
metal  hanger,  cut-off,  rubber  tubing  c 
best  quality  and  steel  needles  with  sli 
connections;  in  strong  hinged  lock-co) 
nered  box. 


m  NEEDLE 
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322.  Water  pump  (Boekel),  slip  attachment;  total 
length  8  inches. 

325.  Infusion  needle,  3J-inch. 

326.  Infusion  cannula,  curved. 
330.  Pool's  abdominal  suction  tube,  8|-inch. 

400.  Stomach  tube. 

401.  Stethoscope-. 
425.  Lead  plate,  12  x  12  inches  x  19  gauge. 

3U260°— IS 4 


401 
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480 


455 


450 


475 


430.  Faught  aneroid  sphygmomanometer. 

450.  Sherman-Pierce  paraffin-base  atomizer. 

455.  Yankauer  mask,  metal. 

475.  Aseptic  scalpels,  2  handles,  with  12  each  of  2  sizes 
separable  blades,  in  khaki  case, 


EYE,  EAR, 

NOSE,  AND  THROAT 

INSTRUMENTS 
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501 


502 


503 


505 


506 


507 


508 


501.  Submucous  elevator  (Freer),  dull-edged. 

502.  Submucous  elevator  (Freer),  sharp-edged. 

503.  Submucous  knife  (Freer),  flat,  round-bladed. 

504.  Submucous  knife  (Freer),  balf-round,  straight. 

505.  Submucous  nasal  cMsel  (Freer). 

506.  Mastoid  curette  (Buck),  sizes  1  and  3. 

507.  Mastoid  cMsel  (Schwartz),  sizes  1  and  2. 

508.  Mastoid  gouge  (Schwartz),  sizes  1  and  2. 


SURGICAL  INSTRUMENTS. 


509 


/f^ 

M 


610 


609.  Turbinate  knives  (Ballenger),  right  and  left. 

610.  Swivel  knife  (Ballenger),  small  size. 

511.  Nasal  speculum,  septal  (Goldstein). 

512.  Nasal  speculum,  bivalve  (Bosworth). 
618.  Nasal  applicator,  special. 

614.  Nasal  applicator  (Bosworth). 

616.  Adenoid  curette  (Barnhill),  sizes  1,  3,  4. 


611 


513     514 


515 
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616.  Tonsil  separator,  special  model. 

617.  Tonsil-seizing  forceps,  with  one  open  ring. 

618.  Tonsil  hsemostat. 

619.  Tonsil  syringe  with  extension,  metal,   three  finger  rings,  wil 

two  needles,  14k.  gold  points,  one  curved  and  one  straight, 

520.  TonsQ  snare  (Brown),  one  plain  and  one  ring  tip. 

621.  Wire  for  snares,  sizes  3,  5,  7. 

622.  (Esophageal  forceps,  spiral.  i 


622 
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523.  Septum  forceps  (Jansen-Middleton,  modi- 
fied), both  jaws  cupped  and  to  meet  but 
not  carry  through. 

524.  Turbinotome  (Jackson),  screw  lock. 

525.  Septum  compression  forceps  (Aach),  screw 
lock 

526.  Nasal  forceps  (Knight),  angular,  screw  lock, 
with  bolster  joint. 

526.1.  Tongue-holding  forceps  (Mathieu). 

527.  Nasal  Bcissors  (Knight),  screw  lock. 
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534: 


685 


536 


683 


528.  Ear  syringe  (Pomeroy),  with  metal  shield,  2-ounce. 

529.  Ear  specula  (Brown),  metal,  set  of  three. 

530.  Politzerbag, 

531.  Epistaxis  cannula  (Belocque). 

532.  Otoscope,  pneiunatic  (Siegel),  metal,  with  three  specula. 

533.  Paracentesis  knife,  small,  light,  flexible  shank. 

534.  Diagnostic  tube  (Toynbee),  white  and  black  tips. 

535.  Ear  forceps  (Wilde),  angular. 

536.  Eustachian  catheter,  virgin  silver,  sizes  1,  2,  3. 
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538 


640 


/^ 


£ 


637 


539 


540.1 


540.2 


537.  Laryngeal  mirrors,  boilable,  sizes  1  and  2. 

538.  Head  mirror,  diameter  3J-inch,  with  ^-inch  opening. 

539.  Headband,  folding,  metal. 

540.  Tracbea  tubes  (Jackson),  full  curve,  German  silver, 

silver  plated,  sizes  2,  3,  4,  5,  and  6. 

540.1.  Trachea  retractor,  3-prong. 
540*2.  Trachea  retractor,  1-prong. 
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641 


546 


646 


642 


648 


541.  Tongue  depressor  (Bosworth),  steel  blade. 

642.  Tongue  depressor,  wooden,  in  boxes. 

543.  Adenotome  (La  Force). 

545.  Acoumeter  (Bartlett). 

646.  Chevalier  Jackson-Jobnaon  electrically  lighted  retractor. 
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547 


649 


547.  Hartmann's  tuning  fork,  with  clampg,  6J  inches. 

548.  Physicians'  set  of  4  atomizers  in  rack. 

549.  Antrum  trocar  (Pierce-Kyle). 
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561 


562 


563 


565 


565.1 


565.2 


566 


567 


661.  Chalazion  curette  (Meyerhoffer), 
medium  size. 

562.  Cystotome  (Graefe). 

563.  Gouge,  V-shaped,  pointed. 

664.  Iris  hook  (Tyrell),  sharp. 

665.  Keratome  (Jaeger),  angular,  me- 

dimn  size. 

665.1.  Keratome,  straight. 

665.2.  Knife  (Beers). 


667.1 


668 


569 


666.  Needle  knife  (Knapp),  medium 
size. 

567.  Cataract  knives  (Graefe),  assorted 

sizes, 

567.1.  Knife  needle  (Hays-Ziegler). 

568.  Elnife,  scalpel  type,  medium  size. 

569.  Canaliculus      knife      (Bowman), 

flexible  shank. 
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570 


671 


572 


573 


574 


i 


575 


570.  Paracentesis  needle. 

571.  Iris  repositor,  metal. 

572.  Lens  spoon,  wire  loop. 

573.  Lens  spoon,  metal  (Graefe). 

574.  Lens  spoon,  metal  (Da^del). 

574.1.  Eye  spud  and  needle,  reversible, 
in  metal  case. 

575.  Tenotomy  hook,  medium  size. 
575.1.  Tenotomy  hook  (Smith). 


676.1 
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676,1 


677 


678 


576.1.  Enucleation  ecissors,  full 
curved,  wide  blade,  screw 
lock. 

677.  Iris  scissor?,  full  curved,  screw 
lock. 

678.  Iris  scissors,    angular,    probe 
pointed,  screw  lock. 

679.  Strabismus  scissors,   straight, 
screw  lock. 

680.  Tenotomy  scissors  (Stevens), 
straight,  screw  lock. 


SURGICAL  INSTEUMENTS. 


63 


581 


581.1 


582 


588 


584 


Advancement  forcepa  (Reese). 

Advancement  forceps  (Prince) 

Capsule  forceps. 

Chalazion  forceps  (Lambert). 

Cilia  forceps,  plain. 

Entropium     forceps    (Des- 
marres). 

Entropium  forceps,  right. 

Entropium  forceps,  left. 

Fixation  forceps,  with  catch. 

Fixation   forceps,    without 
catch,  nonmagnetic. 


584.1 

d84,2 


585.1 
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586 


586.1 


586.2 


587.1 


586.  Iris  forceps,  angular,  mouse- 

toothed. 

586.1.  Iris  forceps,  straight. 

586.2.  Iris  forceps,  curved. 

587.  Trachoma  forceps  (Noyes), 

one  up  and  one  down. 
587.1.  Trachoma  forceps  (Knapp). 

588.  Trachoma  forceps  (Prince). 

589.  Needle  holder  (Stevens). 
589.1.  Needle  holder  (Horton). 


5S8 


589 


589.1 
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592 


692.1      693 


693.1 


591 


694.1 

39260°— 18- 


690.  Laclirymal  probe,  double-ended  (Theobold),  German 

silver,  silver-plated. 

691.  Spatula,  double-ended  (Fisher). 

692.  Retractor 

592.1.  Retractor,  lid  (Desmarres). 

593.  Spatula  and  probe  (Knapp). 
593.1.  Lachrymal  dilator. 

694.  Speculum  (Ziegler) . 
694.1.  Nonmagnetic  speculum  (Weeks). 
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597.1 


599 


595.  Condensing  lens,  2-inch,  bcoad  hard  rubber  ring. 

596.  Lid  plate  (Jaeger),  hard  rubber. 

597.  Ophthalmoscope  (Loring). 
597.1.  Ophthalmoscope,  electric. 

698.  Lachrymal  syringe,  metal,  with  metal  piston,  three  needles  of  14k.  gold. 
599.  Retinoscope,  medium  size,  plain  or  concave. 
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EMM. 


603 


G05 


616 


600.  Needles,  full  curved,  plain  eye,  cutting  edge. 

601.  Needles,  half  curved,  plain  eye,  cutting  edge. 

602.  Testing  drum,  hard  rubber. 

603.  Irrigator,  anterior  chamber,  with  sterling  silver  tip. 

605.  Cautery  handle  for  eye  electrode. 

606.  Eye  electrode. 

607.  Eye  electrode. 

608.  Eye  electrode. 

609.  Eye  electrode. 

610.  Eye  electrode. 
615.  Eye  trephine  set. 
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700 


701 


703 


700.  Jones's  simple  straight  splint,  set  of  4  sizes — 20,  16, 

12,  and  8  inches. 

701.  Bradford  frame. 

702.  Bradford  abduction  frame. 

703.  Thomas's  knee  splint;  2  sizes  rings,  25  and  28  inches 

inside  diameter;  bar  length,  52  inches. 
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706 


704 


705 


707 


708 


704.  Toe-drop  brace  for  Thomas's  knee  splint. 

705.  Bed  rest  for  Thomas's  knee  splint. 

706.  Thomas's  knee  splint,  with  attachments. 

707.  Jones's  combined  foot  and  ankle  splint,  one  size. 

708.  Jones's  rectangular  foot  splint,  universal. 
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709 


710 


711 


712 


709.  Jones's  abduction  arm  splint,  universal. 

710.  Jones's  abduction  arm  splint,  straight. 

711.  Jones's  humerus  extension  splint,  universal. 

712.  Jones's  elbow  splint. 
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714 


715 


716 


717 


713.  Jones's  short  cock-up  hand  splint. 

714.  Jones's  skeleton  hand  splint,  dorsiflex. 

715.  Jones's  long  hand  splint. 

716.  Jones's  long  hand  splint  with  thumb  piece,  right  and  left. 

717.  Hodgen's  suspension  splint,  universal,  with  17  feet  rope 

and  1  galvanized  pulley. 


INDEX. 


Page. 

Abdominal  retractor 17 

Acoumeter 58 
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Saw.... 13 

Anastomosis  buttons 44 

Aneurism  needle 18 
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Administration  of  salvarsan  . .  48 

Aneroid 50 

Bone  extension 23 

Infusion 48 

Irrigation 38 

Applicators: 

Nasal 53 

Urethral 37 

Wooden 44 

Arm  splints 71 

Aseptic  scalpel 59 

Aspirator  (Potain,  complete) 48 

Atomizer,  paraffin-base 50 

Bag: 

Politzer 56 

Prostatic 32 

Bandage  scissors G 

Bed  rest 69 

Bistoury,  probe-pointed 5 

Blunt  dissector 25 

Blunt  hook 42 

Bone — 

Chisel 24 

Curette 25,  52 

Cutting  forceps 21 

Drills 26 

Extension  apparatus 23 

Gouge 24 

Holding  forceps 23 

Operating  set 26 

Plates 27 

Plating  clamp 26 

Screws 27 

Wax 23 

Bougies 29 
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Bradford  frame 68 

Brain  spatula 20 

Bullet  forcepo 11 

Burr,  cranial '. 20 

Buttons,  Murphy  anastomosis. ...  44 

Canaliculus  knife CO 

Cannula  and  trocar 19 

Cannula,  epistaxis 56 

Capsule  forceps G3 

Carrel-Dakin  apparatus 48 

Cataract  knife 48 

Catheter  stylet 23 

Catheters: 

Eustachian 5G 

Metal 29 

Rubber -  28 

Ureteral 28 

Urethral 28,  32 

Cautery: 

Electric 45 

Iron 45 

PacqueHn 45 

Chalazion — 

Curette 48 

Forceps 50 

Chisel: 

Bone 24 

Mastoid 52 

Nasal 52 

Cilia  forceps 50 

Clamp  for  bone  plating 26 

Clipper,  hair 7 

Condensing  lens 66 

Coupler  for  catheter 28 

Cranial  instruments 20 

Cranioclast 41 

Curette: 

Adenoid 43 

Bone 25,52 

Chalazion 60 

Mastoid 52 

Uterine 39 

Cystoscopes 30,  31 

Cystotome 60 

Depressor,  tongue 47,  58 

Diagnostic  tube 56 

73 


74 


STAPLE  MEDICAL  AND  SURGICAL  SUPPLIES. 


Page. 
Dilators: 

Jaw 47 

Lachrymal 65 

Urethral 29 

Uterme 41 

Director: 

Grooved 19 

Perineal 37 

Dissecting  scissors 6 

Dissector,  blunt 25 

Douche,  uterine 38 

Drainage  tube,  metal 37 

Drainage  tube,  rubber 37 

Dressing  forceps 10 

Drill,  cranial 20 

Drills,  bone 26 

Drum,  testing 67 

Ear: 

Forceps 56 

Knife..-.. 56 

Specula 56 

Syringe 56 

Electric: 

Cautery 46 

Headlight 47 

Operating  bone  set 26 

Electrode,  cautery 67 

Elevator: 

Dura 25 

Periostetim 24 

Submucous 52 

Entropium  forceps 64 

Enucleation  scissors 62 

Epistaxis  cannula 5G 

Eustachian  catheter 56 

Evacuator 33 

Eye- 
Forceps 61 
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Needle  holders 64 

Probe 65 
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Finger  cots,  rubber 44 
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Bone-cutting .' 21 

Bone-holding 23 

Bullet 11 

Capsule 63 

Dressing 10 

Ear 55 

Eye , 63 

Fixation 63 

Haemostatic 7-9 

Intestinal 8 

Kidney 35 

Lithotomy 36 

Nasal 55 

Needle-holding 11,  64 

Obstetrical 42 

(Esophageal 54 

Placenta... 40 

Prostatic  lobe 31 

Rongeur 21,22,36 

Screw-holding 27 

Septum 55 

Sequestrum 22 

Sponge-holding 10 

Suture  clip 16 

Tenaculum 40 

Tissue 10 

Tonsil-seizing. 54 

ToweL 11 

Traction 40 

Tumor 36 

Urethral 35 

Vulsellum 40 

Frame,  Bradford 68 

Gall-bladder  scoop 37 

Gigli  saw 13 

Gigli  saw  handles 13 

Gorget,  lithotomy 33 

Gouge: 

Bone 24 

Eye 60 

Mastoid 52 

Grooved  director 19 

Hsemostat,  tonsil 54 

Haemostatic  forceps 7, 8 

Hand  splints 71 

Headband,  folding 57 

Headlight,  electric 47 

Head  mirror 57 

Hemorrhoidal  clamp 36 

Hodgen's  splint 71 
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Eye 61 

Obstetrical 42 
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Forceps 9 

Needles 15 

Intubation  set 46 
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Forceps 64 

Hook 60 

Repositor 60 

Scissors 62 

Irrigation  apparatus 38 

Irrigator,  eye 67 

Jones's  splints. . . ,. 68-71 

Keratome 60 

Kidney  and  liver  needles 14 

Kidney  forceps 35 
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Amputating 5 
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Cataract 60 

Ear 56 

Eye 60 

Operating 5 

•  Paracentesis 56 

Plaster  of  Paris 5 

Submucous 52 

Swivel 53 

Turbinate 53 

Lachrymal — 

Dilator 65 

Probe 65 

Syringe 66 

Laryngeal  mirrors 57 

Lead  plate 49 

Lens: 

Condensing. 66 

Spoon 60 

Lid  plate 66 
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Forceps 36 

Gorget 33 

Lithotrite 33 

Luer  syringes 44 

Lumbar  puncture  needles 44 

Mallet 22,34 
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Mandrin 29 

Mask,  metal,  Yankauer 50 

Mastoid — 

•     Chisel 52 

Curette 24, 52 

Gouge 52 

Retractor 17 

Michel — 

Clips IG 

Forceps 16 

Mirrors: 

H  ead 57 

Laryngeal 57 

Mouth  gag 46 

Murphy  buttons 44 

Nasal— 

Applicators 53 

Chisels 52 

Forceps 55 

Scissors 55 

Specula 53 

Needles: 

Aneurism 18 

Eye 67 

Holding  forceps 11,  64 

Hypodermic 44 

Infusion 49 

Knife,  canaliculus 60 

Lumbar  puncture 44 

Suture 14, 15 

Utricle 32 

Nozzle,  urethral  irrigator 38 

Obstetrical — 

Forceps 41 

Hook 41 

(Esophageal  forceps 54 

Operating — 

Knives 5 

Scissors 6 

Set,  bone.. 26 

Set,  cranial 20 

Ophthalmoscope 66 

Oral  screw 47 

Osteotome 24 

Otoscope 56 

Pacquelin  cautery 45 

Paracentesis — 

Knife 56 

Needle 61 

Paraffin  atomizer 50 

Pelvic  support 34 

Pelvimeter 41 
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Perforator 42 

Perineal — 

Director 37 

Drainage  tube 37 

Periosteotome 24, 25 

Periosteum  elevator 24 

Placenta  forceps 40 

Plaster  of  Paris — 

Knife 5 

Shears 6 

Plate,  lead 49 

Plates,  bone 27 

Politzer  bag 56 

Posterior  urethral  catheter 32 

Probe: 

Lachrymal 65 

Silver 18, 19 

Ureteral 37 

Uterine 38 

Proctoscope 43 

Prostatic— 

Bag 32 

Lobe  forceps 35 

Retractor 33 

Pump,  water 49 

Razor 45 

Rectal  speculum 43 

Repositor,  iris 61 

Retinoscope 66 

Retractors: 

Abdominal 16, 18,  34 

Brain 17 

Eye 65 

General 16 

Laminectomy 17 

Mastoid 17 

Prostatic 33 

Trachea 57 

Trachea,  Jackson-Johnson 57,  58 

Vaginal 43 

Vein 18 

Rheostat 31 

Rongeur  forceps 21,  22,  36 

Rubber  finger  cots 44 

Salvarsan,  apparatus  for  adminis- 
tration   48 

Saw: 

Amputating 12 

Gigli 13 

Metacarpal 12 

Scalpel,  aseptic 50 
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Scissors: 

Bandage 6 

Dissecting 6 

Eye 62 

Iris 62 

Nasal 55 

Operating • 6 

Strabismus 62 

Tenotomy 62 

Uterine 6 

Scoop: 

Eye 61 

Gall-bladder 37 

Screw  driver 27 

Screw-holding  forceps 27 

Screw,  oral 47 

Screws,  bone 27 

Separator,  tonsil 54 

Septum  forceps 55 

Sequestrum  forceps 22 

Shears,  plaster  of  Paris 6 

Snare,  tonsil 54 

Snare  wire 54 

Sound: 

Urethral 29 

Uterine 39 

Spatula: 

Brain 20 

Eye 65 

Spatula  and  probe,  eye 65 

Specula: 

Ear 56 

Eye 65 

Nasal 53 

Rectal 43 

Vaginal 43 

Sphygmomanometer 50 

Spiral  forceps,  oesophageal 54 

Splints: 

Jones's 68 

Jones's,  abduction 70 

Jones's,  arm,  universal 69 

Jones's,  elbow 70 

Jones's,  foot  and  ankle 69 

Jones's,  hand 70 

Jones's,  hand,  long 71 

Jones's,  humerus 69 

Jones's,  skeleton,  hand 71 

Jones's,  straight 69 

Jones's,  suspension 71 

Thomas's,  knee 69 

Thomas's,  toe 69 
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Sponge-holding  forceps 10 

Spoon,  lens 61 

Spud,  eye  and  needle 61 

Stethoscope 4^ 

Stomach  tube 49 

Stone  searcher 37 

Strabismus  scissors 62 

Submucous — 

Elevator 52 

Knife 52 

Suction  tube 49 

Support,  pelvic 34 

Suture  clips 16 

Swivel  knife 53 

Syringe : 

Ear 46 

Eye 66 

Hypodermic 44 

Tonsil 54 

Urethral 38 

Vesical 38 

Tenaculum— 

Forceps 40 

Hook 39 

Tenotome 5 

Tenotomy — 

Hook 61 

Scissors 62 

Testing  drum 66 

Tissue  forceps 9 

Tongue  depressor: 

Metal 47,58 

Wooden 58 

Tongue-holding  forceps 55 

Tonsil— 

Hsemostat 64 

Seizing  forceps 54 

Separator 54 

Snare 54 

Syringe 54 

Tourniquet 13 

Towel  forceps 11 

Trachea  tubes 57 

Trachotoa  forceps 64 

Traction  forceps 40,  42 

Tractor,  urethral 35 

Transfixion  pin 18 

Trephine , 20 
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Trephine  set,  eye 67 

Trocar  and  cannula 19 

Trocar,  antrum 59 

Tube- 
Clip 38 

Diagnostic 56 

Tube,  drainage: 

Metal 37 

Rubber. 28 

Tubes,  trachea 57 

Tumor  forceps 36,  40 

Tuning  fork,  Hartmann 59 

Turbinate  knives 53 

Turbinotome 55 

Ureteral — 

Catheter 28 

Probe 37 

Urethral — 

Applicator 37 

Catheter 28 

Dilator 29 

Forceps 35,  36 

Irrigator  nozzle 38 

Sounds 29 

Syringe 38 

Tractor 35 

Urethroscope 31 

Urethrotome 32 

Uterine — 

Curette.... 39 

Dilator 41 

Douche 38 

Probe 38 

Scissors 6 

Sound... 39 

Tenaculum 39 

Utricle  needle 32 

Vaginal — 

Retractor 42 

Speculum 43 

Vesical  syringe 38 

Vulsellum  forceps 40 

Water  pump 49 

Wax,  aseptic  bone 23 

Wire  for  tonsil  snare 54 

Wooden  applicators 47 

Wooden  tongue  depressors 57 

Wound  clips 16 

X-ray  iireteral  catheter 28 
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